A field procedure for the quantitative assessment of nuclear imaging cameras.
Techniques developed for the quantitative assessment of gamma cameras are described. The performance parameters discussed include energy resolution, intransic line spread function, uniformity, and extrinsic line spread function. In addition to describing the equipment used and indicating methods used in analyzing data, some of the potential problems in interfacing multichannel analyzers to gamma cameras are discussed.